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Feasibility and speed of insertion of seven supraglottic
airway devices under simulated airway conditions
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ABSTRACT

Objectives: Endotracheal intubation (ETI) is considered the
gold standard for protecting the airway. Alternative devices
for airway protection have been developed that can be used
by untrained personnel, by those with less experience, and
for when ETI is not possible. The main goals of our study
were to evaluate the success rate and speed of insertion of
different supraglottic airway devices and to determine
whether the devices could be properly inserted under
simulated critical conditions.

Methods: Fifty medical students used an airway simulation
trainer (Laerdal SimMan 3G) to assess the success rate and
time used to insert seven different supraglottic airway
devices under simulated physiologic and pathologic condi-
tions in two different runs.

Results: Although all airway devices could be inserted
without problems, only the Combitube and the EasyTube
could be successfully inserted in simulations of trismus,
limited mobility of the cervical spine, or a combination of
pathologic conditions such as trismus plus limited mobility
of the spine and trismus plus tongue edema. The insertion
time was significantly longer with LMA Unique, Fastrach,
and I-Gel devices in both the first and second runs.
Conclusion: The Combitube and the EasyTube were most
easily inserted under simulated conditions such as trismus,
limited mobility of the cervical spine, and combined patholo-
gic conditions. Although all devices are useful for establishing
an airway by nontrained medical students in standard
simulations, we suggest that the Combitube and the
EasyTube may offer advantages in difficult airway situations.

RESUME

Objectifs: Le tube endotrachéal est considéré comme le
moyen par excellence de protection des voies aériennes.
Cependant, il existe d'autres dispositifs de protection des

voies aériennes qui peuvent étre utilisés par du personnel
non formé ou des personnes ayant peu d’expérience ou
encore dans des cas ou l'intubation endotrachéale n’est pas
possible. L'étude avait pour buts principaux d’évaluer le taux
de réussite de la mise en place et le temps de pose de
différents dispositifs supraglottiques et de déterminer si ces
dispositifs pouvaient étre installés correctement dans des
situations d’urgence simulées.

Méthodes: Cinquante étudiants en médecine ont utilisé un
simulateur de voies aériennes (Laerdal SimMan 3G) pour
évaluer le taux de réussite de la mise en place et le temps de
pose de sept dispositifs supraglottiques différents, dans des
états physiologiques et pathologiques simulés, en deux
séances.

Résultats: |l a été possible de poser tous les dispositifs sans
probléme, mais seuls les tubes Combitube et EasyTube ont
pu étre mis en place dans des états simulés de trismus, de
mobilité réduite de la colonne cervicale, ou d’association
d’états pathologiques tels que le trismus et une mobilité
réduite de la colonne cervicale ou le trismus et un oedeme de
la langue. Le temps de mise en place d’autres dispositifs: le
LMA Unique, le Fastrach, et I'l-Gel, était passablement plus
long, et ce, au cours de la premiére et de la deuxieme séance.
Conclusion: Les tubes Combitube et EasyTube ont été les
dispositifs les plus faciles a mettre en place dans les
conditions simulées de trismus, de mobilité réduite de la
colonne cervicale, ou d’association d’états pathologiques.
Bien que tous les dispositifs soient utiles dans le rétablisse-
ment de la perméabilité des voies aériennes par des
étudiants en médecine, non formés, dans des conditions
normales de simulation, nous estimons que les tubes
Combitube et EasyTube peuvent se montrer avantageux
dans des situations difficiles de ventilation.

Keywords: emergency medicine, manikin, supraglottic air-
way

From the *Department of Medicine |, Medical University Vienna, Vienna, Austria; THead Office of Vienna Hospital Association, Vienna, Austria;
tDepartment of Anesthesiology and General Intensive Care, Medical University Vienna, Vienna, Austria; 8Center for Medical Statistics, Informatics
and Intelligent Systems, Medical University Vienna, Vienna, Austria; ||[Department of Anesthesiology, Penn State Milton S. Hershey Medical Center,
Hershey, PA; YDepartment of Anesthesiology, Advocate lllinois Masonic Medical Center, Chicago, IL.

Correspondence to: Dr. Oliver Robak, Department of Medicine |, Intensive Care Unit, Medical University Vienna, Waehringer Guertel 18-20, A
1090 Vienna, Austria; oliver.robak@meduniwien.ac.at.

This article has been peer reviewed.

CJEM 2012;14(6):330-334 DOI 10.2310/8000.2012.120658

DECKER

© Canadian Association of Emergency Physicians

CAEP | Canadian Association
of Emergency Physicins
ACMU | Association canadienne
des medecins durgence

330 2012;14(6) CJEM « JCMU
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Securing the airway in an emergency is a pivotal skill
for all health care providers. Endotracheal intubation
(E'TT) is considered the gold standard for securing an
airway. This technique requires specific motor skills
and frequent practice to be performed quickly and
safely."? The European Resuscitation Council (ERC)
guidelines for cardiopulmonary resuscitation (CPR)
(2010) recommend that ETT be performed by experi-
enced and trained personnel only.> Many health care
providers do not have the requisite knowledge and
practice to safely and quickly perform ETT. For these
providers, supraglottic devices provide a valid altera-
tive. These devices do not require laryngoscopy.
Although they should not be used to overcome glottis
or subglottic airway obstruction, they are useful in a
variety of emergencies when ventilation is required.

Critically ill patients are at risk for adverse airway-
related problems.* Airway-related mortality rates range
from 5 to 8%.* Clinicians are responsible for up to 50%
of these adverse events, with less experienced physicians
or inadequately trained personnel often involved.’ Given
that, as a group, medical students are not considered
experienced in ETT or airway management,*” we chose a
cohort of students to evaluate the efficacy of various
supraglottic airway devices in select pathologic situations.
We used a manikin to standardize the clinical scenarios.®

The primary goal of our study was to evaluate the
feasibility of insertion of different supraglottic airway
devices under simulated physiologic and pathologic
conditions. Our secondary goal was to measure the
time to successful insertion. Additionally, we compared
the results of the first and second runs.

METHODS

Fifty medical students (M:F = 1:1) in their third to
fifth year participated in this study. Students did not
have any previous experience in airway management.
The Ethical Committee of the Medical University
Vienna, Austria, approved the study. The participants
signed informed consent forms prior to the study,
agreeing to participate in two separate runs with the
respective supraglottic devices. The study was con-
ducted between March and September 2010.

We used an airway simulation manikin (Laerdal
SimMan 3G, Laerdal, Stavanger, Norway) to assess the
feasibility of insertion and the insertion time of seven
airway devices (LMA Unique, Fastrach single use, and
LMA Supreme, all LMA Company North America, San
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Diego, CA; laryngeal tube single use King-L'TS-D,
VBM, Sulz, Germany; I-Gel, Intersurgical Ltd.,
Wokingham, UK; Combitube, Covidien, Mansfield,
MA; and EasyTube, Teleflexmedical Ruesch, Research
Triangle Park, NC). Two experienced medical profes-
sionals (O.R., MLL.) assessed the correct placement using
a laryngoscope and the insertion time using a stopwatch.
We measured the time from grasping the device to final
placement. If necessary, cuffs were inflated and the
manikin was ventilated to confirm successful placement
of the airway device. Insertion attempts lasting for more
than 30 seconds were classified as unsuccessful.

First, intubation under simulated physiologic airway
conditions was performed. Then simulated pathologic
airway conditions such as trismus, limited mobility of the
cervical spine, tongue edema, and combinations of two
conditions (trismus and limited mobility of the spine,
trismus and tongue edema) were simulated to aggravate
insertion of the airway devices. The order of the devices
and the conditions were randomized by a computer-
generated code. Each student performed all six scenarios
(one physiologicaand five pathologic situations) with
each of the seven devices. Therefore, each student
performed 42 insertions during each of the two runs.
Randomization was prepared in a sealed envelope for
each participant. The devices were explained for only 20
seconds each prior to use as we considered the use of the
airway devices self-explanatory. The time needed for
insertion was assessed (first run) and reassessed in the
same setting 3 months later (second run). First and
second runs were analyzed separately and compared to
each other. The computer-generated code was held until
the end of the study, and the results were forwarded in a
blinded manner to the statistician. The code was broken
only after statistical evaluation.

The sample size calculation was based on a type I
error alpha of 0.008 corrected for multiple testing, a
power of 0.9, a mean difference of 1.0, and a standard
deviation (SD) within the treatment groups of sigma =
1.5, resulting in a sample size of 38. With an estimated
dropout rate of 20% during the second run, we
enrolled 50 students. For analysis of differences
between the first and the second run and of differences
between the standard physiologic and the pathologic
conditions, we used the paired #-test with correction
for repeated measurements. For analysis of differences
between the various types of supraglottic airway
devices, we used the general linear model (GLM)
procedure for repeated measurements. The results are
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expressed as mean * SD. A p value of less than 0.05
was considered significant.

RESULTS

Five students did not show up during the second part of
the study and therefore were excluded from the study.
Forty-five students completed the first and second parts
of the study; 25 were female (55.6%). Ages ranged from
19 to 45 years (mean age 26.57 * 6.42 years).

Success rate and speed of insertion of first and second
runs using seven devices under simulated physiologic
airway conditions

Under simulated physiologic conditions, all devices could
be inserted successfully in both runs on the first attempt.
When the first and second runs were compared for each
device, significantly shorter insertion times during the
second run could be found with the LMA Unique and the
Fastrach under physiologic conditions (Table 1).

Success rate and speed of insertion of first and second
run using seven devices under simulated pathologic
airway conditions

All devices could be inserted in the simulated situation of
tongue edema. However, only the Combitube and the
EasyTube could be successfully inserted in trismus, limited
mobility of the cervical spine, and combined pathologic
conditions such as trismus plus limited mobility of the
spine and trismus plus tongue edema. In the simulated
conditions of tongue edema, the LMA Unique, Fastrach,
and Supreme were inserted significantly faster during the
second run when compared to the first run (Table 2).
With regard to device and condition (physiologic or
pathologic), there was a significant time difference—
but of questionable clinical significance—between the
first and second runs (7.2 v. 6.0 seconds, p < 0.05).

Table 1. Results under physiologic conditions (seconds,
mean * SD)

Device First run Second run Paired t-test, p
LMA Unique 6.11 + 2.6 5.11 = 1.65 0.0281
Fastrach 591 + 5.04 417 £ 1.58 0.0161
Supreme 4.89 = 1.96 4.49 = 1.70 0.2853
King-LTS-D 6.58 + 2.83 6.52 + 2.71 0.9096
I-Gel 6.93 + 2.13 6.33 = 2.57 0.1494
Combitube 7.49 + 6.36 5.87 = 3.27 0.1217
EasyTube 4.64 = 2.02 5.07 = 2.03 0.3159
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Table 2. Results under pathologic conditions (seconds, mean
+ SD)

Device First run Second run  Paired ttest, p
LMA Unique*  9.44 = 8.71 6.80 + 5.99 0.0116
Fastrach* 15.31 = 13.13 10.35 = 10.91 0.0030
Supreme* 5.20 + 2.46 4.38 = 1.42 0.0431
King-LTS-D* 7.44 = 494 8.89 = 6.42 0.1241
I-Gel* 11.51 £ 9.91 9.22 = 7.91 0.1002
Combitube” 6.24 + 471 498 + 1.91 0.0538
EasyTube' 482 + 214 471 £ 1.80 0.4082

*Only tongue edema investigated.
TAll five pathologic conditions investigated.

Combitube and EasyTube under simulated pathologic
conditions

Given that only the Combitube and the EasyTube
could be inserted in trismus, limited spine mobility,
and combined pathologic conditions, those two devices
were compared in a subgroup analysis. With regard to
speed of insertion, there was a significant difference
between the Combitube and the EasyTube (7.3 v. 5.9
seconds, p < 0.05).

Comparison between simulated physiologic and
pathologic airway conditions

When physiologic and pathologic conditions were
compared during the first run, a significantly longer
insertion time was needed with the LMA Unique,
Fastrach, and I-Gel (Table 3). Comparison of physiologic
and pathologic conditions during the second run showed
similar results with significant prolonged time to insert
the LMA Unique, Fastrach King-L'TS-D, and I-Gel in
simulated pathologic conditions (Table 4).

Table 3. First run: comparison between physiologic and
pathologic conditions (seconds, mean = SD)

Device Physiologic Pathologic Paired t-test, p
LMA Unique 6.11 = 2.6 9.44 + 8.71% 0.0076
Fastrach 591 +5.04 15.31 = 13.13* < 0.0001
Supreme 4.89 + 1.96 5.20 = 2.46* 0.3152
King-LTS-D 6.58 + 2.83 7.44 + 4.94* 0.1768
|-Gel 6.93 £ 213 11.51 £ 9.91* 0.0023
Combitube 749 + 636 624 + 471" 0.0573
EasyTube 464 + 2.02 4.82 + 214" 0.5569

*Only tongue edema investigated.
TAll five pathologic conditions investigated.
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Whereas the Combitube and the EasyTube could be
inserted in all of the five investigated pathologic condi-
tions, the other five airway devices could be evaluated only
in tongue edema because the other pathologic conditions
prevented insertion. When an overall analysis was
performed, insertion took longer under pathologic
conditions than in physiologic conditions (5.71 v. 7.82
seconds, p < 0.05). There was a small training effect with

a shorter insertion time during the second run compared
to the first run (7.32 v. 6.21, p < 0.05).

Adverse effects

With regard to adverse effects, the handle of one
Fastrach device broke during the trial. No other
adverse effects were observed.

DISCUSSION

The current study shows that all devices could be
inserted effectively and rapidly under simulated phy-
siologic conditions. We observed a significant differ-
ence between the various supraglottic airway devices
with regard to speed of insertion under physiologic and
pathologic conditions. This proves that the learning
effect is device specific. We also observed that during
the second run, most participants were able to insert
the device significantly faster compared to the first run,
suggesting a training effect; however, the observed
mean time difference is clinically not relevant.

A major limitation of the study is the use of a
manikin instead of real patients. However, manikins
are very similar to human anatomy and allow for
simulating the same airway situation for each partici-
pant. Also, the manikin’s anatomy may favour a specific
model of airway device.” To rule out this bias, further

Table 4. Second run: comparison between physiologic and
pathologic conditions (seconds, mean = SD)

Device Physiologic Pathologic Paired t-test, p
LMA Unique 5.11 + 1.65 6.80 + 5.99* 0.0393
Fastrach 417 + 1.58 10.35 = 10.91* 0.0012
Supreme 4.49 = 1.70 4.38 = 1.42% 0.6135
King-LTS-D 6.52 = 2.71 8.89 *+ 6.42* 0.0112
I-Gel 6.33 = 2.57 9.22 + 7.91*% 0.0146
Combitube 5.87 = 3.27 498 + 1.91" 0.2425
EasyTube 5.07 + 2.03 471 = 1.80" 0.5178

*Only tongue edema investigated.
TAll five pathologic conditions investigated.
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studies using different models of manikins are war-
ranted. Another limitation is that every attempt lasting
for more than 30 seconds was considered a failure,
although it might have eventually been successful. This
is in accordance with the guidelines of the ERC, which
now recommend aborting intubation attempts lasting
more than 10 seconds'® because persistent and prolonged
intubation attempts may lead to a fatal outcome.! The
ability to offer an alternative to ETT is pivotal.

Wang and colleagues showed that ETI efforts in
out-of-hospital cardiac arrests led to prolonged inter-
ruptions of CPR.”? As the time to ventilation is shorter
when using supraglottic airway devices,"*'* particularly
in difficult cases,” it seems reasonable to perform a
prospective trial comparing the placement of supra-
glottic devices to that of conventional endotracheal
tubes, investigating the time needed for interrupting
heart massage during CPR, and recognizing that
airway management does not alter outcomes in
patients in cardiac arrest.

The main finding of the study is that only the
Combitube and the EasyTube could be inserted under
all simulated pathologic conditions. For example, with
trismus, limited mobility of the cervical spine, and
combined pathologic conditions (trismus and limited
mobility of the spine, trismus and tongue edema),
insertion of all the LMA devices, the King-L'TS-D, and
the I-Gel was unsuccessful without breaking the teeth of
the manikin due to the small interincisor distance and
the small oral cavity. This may be relevant in choosing a
rescue airway device, but care must be taken in
translating simulation findings to clinical situations.

Levitan and colleagues recommended conducting a
study that would evaluate whether a laryngeal mask
airway can be placed by medical personnel with limited
or no laryngoscopy skills. Our study shows that it is
possible for inexperienced medical students to secure an
airway in a manikin with different supraglottic airway
devices. We therefore agree with Wahlen and colleagues,
who recommended the use of supraglottic devices in
situations where only limited airway training is possible."”
Furthermore, a training effect was maintained over a
period of 3 months: participants showed even faster
insertion times at the second time point (p < 0.05).

Pathologic conditions such as trismus and limited
mobility of the spine, and combined pathologic
conditions could be successfully tackled only with the
use of the Combitube or the EasyTube. Although

trismus may be rare, a similar condition is found in
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clenched jaw. It has been shown by Bollig and
colleagues that the time to successful ventilation was
longer for conventional ETI compared to the
Combitube and the EasyTube, as used by paramedics,
although there was no significant time difference
between the Combitube and the EasyTube."* Further
advantages of the Combitube and the EasyTube are
that only one size is needed for most adults.

Other simulation studies have shown that insertion
of the laryngeal tube was easier than insertion of the
Combitube.'®” These studies were done without any
pathologic condition simulated by the manikin, which
limits their generalization. The superiority of supra-
glottic airway devices to bag-valve ventilation was
recently shown by Fischer and colleagues.?

CONCLUSION

Supraglottic airway devices are commonly used as an
alternative to endotracheal tubes. We investigated the
feasibility and time of insertion of different airway
devices by untrained medical students. All devices can
be used to establish an airway by untrained medical
students under physiologic conditions, but the
Combitube and the EasyTube provide advantages
compared to the other supraglottic airway devices.

Competing interests: Michael Frass has received royalties
from Covidien in the past.
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